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A New Instrument for Measuring 
Microwave Frequencies with Counter Accuracy 



I? ob several years now, it has been possible to mea- 
sure VHF Signals accurately with electronic counters. 
These measurements are made by converting a high 
frequency to a related lower frequency, generally by 
heterodyning the measured signal with a harmonic of 
the counters time base oscillator to derive a suitable 
difference frequcm 

For measurements of higher frequencies, a transfer 
oscillator customarily is used with a counter 3 . The 
VHF transfer oscillator is tuned until one of its har~ 

"A New Frequency Counter Plug In Unit for Drreet Frequency 
Measurements to 510 Mc" Hewlett Packard Journal. Vol. 12, No, 
5. January, 1961. 

1 Dexter Hartke, "A Simple Precision System for Measuring CW 
and Pulsed Frequencies up to 12,400 Mc!' Hewlett-Packard Jour* 
nai, Vol. 6. No, 12. August, 1955. 



monies zero-beats with the unknown microwave signal 
and the VHF oscillator frequency is measured with the 
counter. The frequency of the unknown signal then is 
calculated after determining which harmonic causes 
the zero- beat. This technique enables measurements 
of frequencies up to 40 Gc with an accuracy approach- 
ing- 1 part in 10\ 

More recently, significantly better accuracies have 
been obtained by using a synchronizer with the transfer 
oscillator . The synchronizer slaves the transfer oscil- 
lator to a sub-multiple of the unknown signal with 

1 Albert Benjaminson, 'An Instrument for Automatically Measur 
ing Frequencies from 200 Mc to 12.4 Gc;' Hewlett- Packard Jour- 
nal, Vol. 13, No. 3-4, No^ Dec, 1961 




Fig- I SI ' h engineer fame* W. Abraham making m ent at 

high-power microwave tetti ctmsou at Stanford Linear Accelerator O 
being hat ft hy Stanford I 'nuersity under contract with Atomic Energy ' 
mission. Accelerator itself, operating at 2856 Mc, accelerates electrons 
10. 000 -foot evacuated tube to an energy level of 20 Gee where they reach 
of light. Test frequency here ts est*: 

precision axing -hn- Model 2590A Microwa inter) 

with -hp- 5245 L ( 
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DC-8 Gc 'scope p/ug-jn, p. 5 

New WWV/WWVH time information, p. 8 

Crest fat for, p. 8 
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Kitf. 2 Scope phttto shun 'H incidental frequency 
tion on RF pulse as demodulated h} -h/*- 
Moaei 259QA Microwave Frequency Cm 
Looser trace shows RF pulse envelope. Upper 
rra<v. which monitors FM output of Cor: 
shows frequency modulation on leading and trait- 
mi; edges as vertical deflection, where b 
represents RF cent' ? frequency. 
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Fig. 3, Scape photos show additional infor- 
mation available from -hp- Model 2590A 
Microwave Frequency Converter, Inciden- 
tal AM on an FM xignuf is shown ax lower 
trace in (a) while upper tra** 
modulated FM. Lower trace in fh) shows 
&p« of AHA signal while upper trace 
shows incidental FM on name signal. 

phase lock osi illator control The trans- 
fa oscillator synchronizer combination 

is, in a sense, a precision frequency di- 
vide thai permits measurement of mi- 
crowave frequencies with ilie aciutacv 
of the counter itself, typically 3 parts in 
10* in late model -hp- counters. 

THE MICROWAVE FREQUENCY 
CONVERTER 

A new solid-state Hewlett-Packard in^ 
strument now combines the tramh j os 
i ill aroi and sync lnoni/er functions in a 
cum part unit that also has several new 
measurement capabilities. Besides the 
phase-locked transfei oscillator, the new 
instrument has independent AM and 
I'M demodulators as well as other useful 
operating fea lures that extend its appli- 
cations beyond simple measurements of 
frequency. For instance, incidental FM 
on an AM signal, or incidental \M on 
an FM signal, are measured e;jsih (Fig, 
3). The instrument can even indicate 
the amount anil duration of FM or fre- 
quency instability that ma\ he on a 
pulsed mi* rowave signs I I ig 

The instrument, the — hp— Model 
Microwave Frequency Converter, 
enables detailed examination of the fre- 
quency and modulation characteristics 
ni CW, VM, I'M and pulsed microwave 
signals iri a 0.5 to 15 fit frequency 
band. It is easy to operate ami works 
with any counter that has a VHF tre- 
quern j converter capable of measuring 
1 1 M« mitsfej ost iilatoi fre- 
quency. 
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Fig. 4. Skeleton block diagram of -hp- 2590 A Microwave Frequency Con- 
verter in automatic phase control (APC) mode of operation. Automata phase 
control locks transfer oscillator to sub -multiple of input frequency for accurate 
frequency measurement* 



BASIC OPERATION 

Before describing the varied capabili- 
ties of the new instrument, a brief re- 
view ol the basic principle ol operation 
is in order. A block diagram of the in- 
strument in automatic phase control 
i AP< ',) operation is shown in Fig. 1. Hal 
monies of the transfer oscillator output 
are generated in the harmonic mixer 
and mixed with the input signal F kh . 
The transfer oscillator is tuned munu 
all) until .i 30 Mc difference frequency 
is developed between one of the oxil 
tutor harmonic frequencies and th< in 
pui signal. The difference frequency is 
amplified and then compared in the 
phase detector with a 30 Mc reference 
signal derive*! from lire counter time 
List 

,\n\ tendency toward ftc&uency 
change, in either the signal or the trans- 
let oscillator, is sensed immediately as a 
phase change by the phase detector. 
Ifiis results in a d< correction voltage 
tli at is applied to a varactor in the trans- 
fer oscillator tank circuit. The varactor 
ail justs the oscillator frequency to re- 
duce the phase error and as a result, no 
frequency error exist v. In tins manner. 
The transfer oscillator is tuned automati- 



cally io maintain a precise 50 M< beat 
frequency between the selected har 
monk and the input sign id. 
CW MEASUREMENTS 

Io measure the frequency oE a ( W 
m if rowave signal, ihe transfer os< ilia tor 
is tuned mauualh until ihe swem locks, 
;o shown by from panel indicators. Ob- 
viously, there may be several different 
oscillator frequencies that provide suit 
able harmonics lor locking to a patlicu 
lar input signal. Lock points, however, 
occui in pahs since the system locks 
when the selected harmonic is either SO 
Mc above or 30 Mi helow i he signal. 
The close-spared pairing of lock points 
enables quick identification of the oscil- 
lator harmonic number N, as described 
in (he following. 

When a suitable lock point h.is been 
found, the oscillator frequency is lead 
on the conn tci and recorded. The o* U 
I a tor is re-tuned to the companion lock 
point and this frequent \ is also u 
corded. The Nth harmonic of ihe lowei 
oscillator lock frequency, f , ,,, is 50 Mi 
below the input frequency while the 
Nth harmonic of the higher lock fre- 
quency, ^n, is 30 Mr above the input. 
Staled another wav: 







• 



Fig, 5. Hewlett-Packard Model 2590 A Microwave Frequency Converter en- 
ables accurate counter measurements of microivove frequencies in 0.5 to 15 
Gc range Built-in roll-chart (upper left) simplifies determination of fre- 
quency. Converter also has AM and FM demodulators to provide additional 
information about measured signals. Transfer oscillator may he used inde- 
pendently an 2-tQ-390 Mc signal source. 
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-80 M f-30, 
(all feequen* ie> in megai ■ 

From this, N = s, where Ai = f M — f,„. 

1 fir E590A has a from panel roll-chart 
that lists values ui \ [mi various values 
fit _il to retime the amount oi tahufa 
fit hi needed lor finding the a< iu.jJ input 
frequent \. 

A search Dsi tUatoi automatically adds 
an audio frequent \ to the phase correc- 
tion voltage when the instrument is not 

L This widens the "capturi 
pull in range, A front panel light glows 
when i he search oscillator is in i 
tion bui when locking is achieved, the 
oscillations are suppressed and 
the light goes out. This provides ;i posi- 
tive indication that a lock point has 
been found. 

A center-zero Error Indicator meter 
monitors the correction voltage being 
applied to phase ink the translci 
latm. Adjusting the tuning dial while 
the oscillato) is lot Led moves the tnetei 
pointer but does not affw t the os< ilia tor 
frequency, as long as phase lot k is main- 
tained. It thus is possible to re tune the 
oscillator t<> track a widely drifting sig- 
nal without causing a frequency • 
I he hxk or hold -in range without re* 
tuning normally is about -_- 
i he signal frequency around the center 
of the lock range ie.g., + 25 M< at 10 

Long term records of drift in an in- 
put signal tan he provided h\ a strip 
recorda connected through 

onverter to the counter, 
\n indication ol short term drift or FM 

* The frequency error that could result from 
existence of a phase error with a dnftmg sig- 
nal has been calculated to be less than 5 
parts in JO 11 , 



Fig 6. Microwave Fre- 
quency Converter phase- 
locks built-in tran&fi 
dilator to sub -multiple of 
microwave input frequen- 
cy. Counter reads trans- 
fer oscillator frequency 

thoracterUttc pre 
rision. Converter permits 

urement of frequen- 

eiesofCW t FM,AM f and 

pulsed RF signals. 



on the signal is provided by the phase 
correction voltage, which is availab 
a rear panel connectoi foi displa) on a 
recorder or oscilloscope (this voltage is 
not i alihrated, however, since it has onh 
a secondary relationship !<► frequency). 
1 he transfe] oscillator, when locked, is 
able to ttatk FM at deviation rates up 
to 50 kc. 

FM MEASUREMENTS 

if detailed information .jJxiijt wide- 
band FM signals is desired, the instru- 
ment ts switched t<>;m FM mode of oper- 
ation. This substitutes a precision FM 
tminatoi for the phase-control loop, 
as shown in the blot k diagram oi Fig, 7. 
In the FM mode, the instrument is a 
highly stable superheterodyne FM re 
ceiver in which the harmonits of the 
transfer oscillator serve as the local os< 11- 
Intor signal. Solid mechanical construc- 
tion, careful thermal design, and rigid 
power supply regulation obtain ex- 
tremely low incidental FM and high fre- 
quency stability in the transfi 
ti ir. 

i the instrument is in the F\[ 
mode, the error meter monitors ihtr aver- 



age discriminator output. A cent* i 
zero indication tnturs whenever the av- 
frequenq ol the signal m the IF 
channel is $0 Mc 

lb measure the center iretpien 
wideband FM pasj of readings 

on two different oscillator harmonics is 
obtained, .is foi CW measurements, I he 
transfer oscillator is tuned until a meter 
►r null" point, is obtained and 
luntej reading is recorded. as be- 
fore. The oscillator is re-tuned to the 
companion null point for another read^ 
tng to provide the information needed 
ioj determining the input frequency, 
Precise tuning to a null is facilitated by 
a separate front panel fine tuning i nn- 
troL Measurements to a preeisioi 
proaching ±:0\02 \U are possible with 
this method 

The discriminator output voltage, cal- 
ibrated accurately at b volts per Mi~ 
deviation, is available at a front panel 
connectoi foi use as in indicate] oj in 
quent v deviation l he output of an 
envelope detector, which monitors the 
signal level in the 30 Me IF amplifier, 
is available at all times at a Imnt panel 
connector, This output enables \M on 
a signal to be monitored at the same 
time as FM I i 

MEASUREMENT OF PULSED RF 

Automata phase control on pulsed 
signal* obvious!) is nearly Impossible be- 
cause of the lack ol pulse-to-pulse phase 

coherence and the short duration r 
typical microwave signal pulses, but the 
frequency of a pulsed RF signal is meas- 
ured ensilv with the a it I of the FM dis- 
criminator in tlie ueu Frequenc) Con- 
verter. For this putjn istilloscope 
■ •■ lift ted to the FM demodulator 
output to serve ^ the tuning indicator. 
As shown in the photos ol I rg 8, the 
height and polarity of an RF pulse at 
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Fig. 7. BltH h diagram of Microwave Frequency Converter operating in FM mode. 
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Fig, 8. Microwave Frequency Converter is tuned with aid of oscilloscope to measw 

?uency of pulsed RF, Three scope photos here show signal from Converter' a KM output, 
n photo at left transfer oscillator frequency is too low and in photo at right it is too high- 
Correct tuning is shown by zero pulse amplitude in center photo, 

the FM output depends on bow far the AFC loop frequency response to insure 
transfer oscillator is demced awa) horn stability. Front panel piish-btu torn 
the "null" frequency. When the har- switch the network to optimize 
monk of the transfer oscillator is ex- 
.i.ilv 30 Mi above o* 30 \U below the 
pulsed RF frequency, the demodulated 
pulse lop coincides with the zero output 
voltage level. 

Ah before, The RF frequency is deter 
mined by tuning the oscillator to find 
companion "null" points, and m 

oth null frequencies to obtain in* 
formation Foi «|tiU k calculation oi the 
pulsed RF input frequency, "The Rf 
frequency of pulses with widths d* short 
as 0.1 /isec can be measured with this 
o-t hnique. 

The presence <»l tramienl voltages on 
the leading or trailing edge oi the dis- 
played waveform, as shown in Fig _ In 
dilates the presence of FM on the pulse. 
The amount of FM can be measured h\ 
the delicti ion amplitude ol the si ope 
display, since the discriminator output 
[j i ali bra ted. 



STABILIZING NETWORK AND SEARCH 

OSCILLATOR 

A lead lag (stabilizing) network ill the 
output of the phase detector shapes die 



performance for several ranges of input 
frequencies, 

\ stabilizing network inherently re 
duces the capture range of an APC; %w 
tem. The capture range of the n< 
st rumen i, however, is broadened by the 
search oscillator. By adding an audio 
frequenc) component to the phase error 
correction voltage, the search oscillator 
increases the likelihood that the trans- 
fer oscillator will sweep into > lock fre- 
quency. When locking is achieved, the 
\i illness" of the phase detector output 
automatically suppresses the search os- 
cillations without compromising the 
performance of the APC loop. 
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SPECIFICATIONS 

MODEL 259QA 

MICROWAVE FREQUENCY CONVERTER 

FREQUENCY RANGE: 5 to 15 Gc, 
SIGNAL INPUT: 

MINIMUM LEVEL: Typically -20 to 



from 0.5 to 10 Gc, increasing to 
15 Gc 



-30 dbm 

7 dbm at 



Fig. 9. Detailed block diagram of -hp- Model 2590A Microwave Frequency Converter. 



MAXIMUM LEVEL: f20 dhrn (100 mw). 

LOCK -ON RANGE: Approximately ±025% of sig- 
nal frequency in normal APC mode, Track 
mode increases loefcon range to about —0A5% 
at 240 Mc end of transfer oscillator range, de 
creasing to ±0.25% at 390 Mc end 

ACCURACY: ± stability ± resolution of measure 
ment ot transfer oscillator fundamental. 
STABILITY. Same as 10 Mc reference supplied. 

RESOLUTION: ± 1 count at transfer oscillator fre 
quency, equivalent to 4.2 to 25 parts in 10* 
^th 1 second counter gate, or 4,2 to 2-5 parts 
in I0 rc with 10 second gate, over 240 to 390 Mc 
range. 

EXTERNAL REFERENCE: 10 Mc, 0.1 v minimum 
into 90 Q Front and rear panel BNC connectors 

FM MQOULAT10M OUTPUT 
(Discriminator characteristics): 

LENEARITY (max. deviation from straight line 
through origin}: Better than i 1% ouer band- 
width of ztSGQ i<C BettBr than ' 5% over 
bandwidth of ±2 Mc. 

VIDEO FREQUENCY RESPONSE. 30 cps to J Mc 
<3 db points) 

CENTER FREQUENCY; 30 Mc (nominal). 

SFNSITIV1TY: 5 v/Mc (± IC 

OUTPUT IMPEDANCE; i kohm 
AM MODULATION OUTPUTS 

SENSITIVITY: 100 mv rms cut (nominal) for 
100% modulation at 1 kc. 

FREQUENCY RESPONSE: 30 cps to 1 Mc 

LOAD IMPEDANCE: 1 Megohm shunted by 12 
pf max. 
APC MONITOR (rear panel BNC connector): 

SENSITIVITY: ~3 v minimum for frequency 
deviation of ± 025% 

DEVIATION LIMITS: APC mode follows fre 
quency deviations up to "0 005% of signal 
frequency at rates from 100 cps to 50 He 
(minimum). At rates below 100 cps, deviation 
limit increases at 6 db/octave to maximum 
of ±0.25%. 

IMPEDANCE- Measuring device should have 
minimum input impedance dJ 1 Megohm. 
shunt capacitance not greater than 20 pf. 

TRANSFER OSCILLATOR: 

FUNDAMENTAL FREQUENCY RANGE: 240 to 

390 Mc 
STABILITY [in FM mode): Typically 1/10 3 per 
hour immediately after turn on and less than 
I/10 1 per hour after 2 to 3 hours operation. 
(Oscillator frequency automattcaUy corrected 
for drrfl in APC mode.) 
RESIDUAL FM: Less than 10 cps> rms (mainly 

60 and 120 cps components) 
DIAL: Calibrated In 5 Mc Increments 
VERNIER CONTROL: Mechanical. 25:1 
POWER R£QU*RED: 1157230 v ± 10%, 50 to 1000 

cps, 35 watts approx. 
OPERATING CONDITIONS: Ambient temperatures 

10 to 55 "C; relative humidity to 95% at 40*C 
DIMENSIONS: NcminaSly 16^ >n <«, VA In h. 
16^4 in d, behind panel Instrument is fully en- 
closed for use on bench. May be mounted in 
19 in. rack with side-extensions to panel (fur- 
nished)- 
WE1GHT; 23 lb (10. 4 kg) net 28 lb (12, 7 kg) ship 

ping. 
ACCESSORIES FURNISHED: 
POWER CABLE; Length 7V, ft 
OUTPUT CABLE TO COUNTER: Length IQi/j In,. 

BNC terminated each end. 50 Q. 
REFERENCE INPUT CABLE: Length 15% in.. 
BNC-terrninated each end, 93 ft, 

PRICE: -hp- Model 2590 A Microwave Frequency 
Converter, 51,900 00 



AH prices f. o. b. factory 
Data subject to change without notice. 
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A NEW DC-4000 MC SAMPLING 'SCOPE PLUG-IN 
WITH SIGNAL FEED-THROUGH CAPABILITY 



The introduction four years ago of the sampling-type oscilloscope extended 
the frequency range over which signals could be viewed on an oscilloscope to 
several hundreds of megacycles. A new plug-in unit for the sampling 'scope now 
permits viewing signals to above 4000 megacycles and does so at higher sen- 
sitivity and without disrupting 50-ohm circuits. 



Ltn app] ication o£ the sampling prin- 
ciple to i he measurement of high-fre- 
quency signal* represented a signify ani 
break-through in the field of oscillo* 
scopes. Some four years ago the first sam- 
pling plug-in produced In -hp- (Model 
INT A) had a bandwidth of 500 megacy- 
cles. 1 Two years later a second plug-in' 
(Model 187B) extended the bandwidth 
to 1000 M<- Both of these plug-in units 
could and tan be used with either ol the 
two -Up- Sampling Oscilloscope main 
frames (Models 185A .im\ I85B). Both 
plug-ins were and are similar in rh;n 
uip)o\ .i sampling gale located in 
a high impedance (100 kilohm) probe. 
A new plug- in has now been devel- 
oped whii h displays signals to loon mee 
acydes and beyond, i'sing this plug-in 
it is practical to measure rise times of 
90 picoseconds (90 x 10- 13 sec) or less. 
This is the length of time required for 
light to travel approximately 1 inch in 



► Roderick Carlson, "A Versatile New DC — 
500 MC Oscilloscope with High Sensitivity 
and Dual Channel Display!' Hewlett Packard 
Journal. Voi. 11, No. 5-7, Jan.-Mar., 1960, 

- Roderick Carlson, "The Kilomegacycle 
Sampling Oscilloscope*' Hewlett-Packard 
Journal. VoL 13, No 7. March, 1962, 





Fig, 1, New Model 188 A dual channel plug-in for -hp- Sampling Oseitlo* 
scope permits viewing signal* of 90 picoseconds rise time, i.e., to abate 4 
gigacycles in frequency (to 8 Gc at reduced sensitivity). Plug-in is designed 
to view signals on SQ'ohm lines by bridging line so that measured circuit 
is not disrupted 



Fig. 2. Typical step response of new plug -in 
in sampling seor -peed is 50 pica- 

seconds/cm, shotting rise time (10-90%) to 
he well under 90 picoseconds In this time 
light would travel only about one inch. 



air. The rise-time specification of 90 
econdfl makes this instrument the 
fastest sampling 'scope available today. 
The new plug-in operates with - 
of the sampling 'scope main frames men- 
tioned above. 

Besides having very wide bandwidth, 
the new plug in is designed $0 thai its 
signal pick-off circuits bridge a signal 
path thai passes complete!) through the 
unit The unit thus uses no probe Since 
signals of these frequencies are virtually 
always confined to 5ik>hm lines, the 
feed- through path has been designed as 
,i SO-ohm system. 

it is important that the signal path 
has been designed as a feed-through 
this arrangement enables the 
signal to be viewed without significantly 
disrupting the test circuit under investi- 
gation (Fig; ll. Further, since the pluij- 
in is a dual-channel unit, the \<<>l- 
through arrangement permits vuch in- 



vestigations as comparing an inpm Sig- 
nal applied to a device on one channel 
with the out] hi i signal from the device 
on the second channel 1 he time coin- 



£ 



^^L K^*l 

9 i m 

ess Atf^K v ^ 



Fig 3. -hp- Model 1 88 A plug-in unit for 
-hp~ Model ISSA/B Sampling Oscillo- 
scope, Each channel is provided with an 
output as well as input connector since 
pick-off circuit* $0-ohm signal 

circuit. 
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Fig. 4. Basic arrangement of sampling circuit in -hp- Model 1S8A plug-in unit. 



cidence of rhe run channels has been 
held within 20 ps to perm it accurate 
measurements even at the highest fre- 
quencies. This performance is also very 
valuable in differential display of sig- 
n.iK thai may have common-mode com- 
ponents* 

One of the important characteristics 
of the sampling "scope has always been 
that it had high sensitivity — even higher 
than that of most low-frequent \ oscillo- 
i, In the new plug-in this sensitiv- 
ity has been further increased such that 
the calibrated sensitivity is row 1 milli- 
volt/cm, This is extendable to fl! milli- 
volt cm with an tint alibrated vernier. 
OPERATING PRINCIPLE 

In the new plug- in, the sampling gate 
is composed of only two diodes which 
are bridged across the &0-ohm feed- 
through transmission line Fig. 4 illus- 
trates the two-diode gate and the 
ated circuitry used in each ihanneL 

A sampling pulse generator provides 
the positive and negative voltage step 
which is applied at A and B in Fig, 1. 
rhe shorted transmission line converts 
this step to a pulse which is then coupled 
through C 3 and C_. to the teverse-biased 
sampling diodes D, and D.. These pulses 
momentarily forward-bias the sampling 
diodes, connecting the signal line to ca- 
pa< ttors ( and ( \ sample of the in 
put signal is thus stored on capacitoi 
C, or Cj depending on the polarity of 
the input. After rhe sampling interval 
is completed! the charge stored on < 
and C, leaks off through R. and R, to 
the input capacity (i oi \ \n\ volt- 
age i bange on ( is amplified, stretched 
and applied to the storage capadtoi C< 
The gain ol the system is such that al- 
though C charges to just a fraction of 
i he input voltage change, the voltage 



appearing at C, is the same -i> the input 
voltage change. 

The voltage appearing at C 4 is then 
fed buck to C 3 (and then c: ; and Gj) 
through R. Thus, before the ne\i sam- 
ple is taken, the Input capat itors C 3 and 
charged to the level of the input 
vol i age during the previous sample, If 
the gain of this feedback circuit is ex- 
one, the system is said to be opti- 
mized Even though the sampling circuit 
has taken m.dl rh.uge from the 

signal line, the vertical display moves 
completely to rhe level of the input dur- 
ing one sampling interval. 

FOUR PORT MEASUREMENTS 

Since signals to Ik 1 viewed are nor- 
mall) carried on 50-ohrn transmission 

lines, and the transmission line in the 
instrument is bil ohms except for the 
small discontinuity caused by the sam 
pling diodes, the viewed signal can cas 
ily be reconnected to the system under 
test after it passes through the instru- 
ment. This is an important considera- 
tion ior some sampling measurements. 
If desired, however, ihe 51 J ohm system 
i an be terminated at the output port. 
1 he fact ih.u both the input and output 
to the 50-ohm sampler are exposed is 
one oi the most Useful features available 
in this instrument. This not onl\ makes 
the instrument ideal for lime domain 
refleetometr) work but also provides 
the user with a great deal ol freedom in 
the general use of the instrument. 
One interesting measurement p< 
with the new plug-in involves the US* 
"I all four ports of the instrument along 
with the A minus fl setting of the dis- 
pl.iv selector, Consider the problem ol 

* B. M. Oliver, "Time Domain Reflectometry;' 
Hewlett Packard Journal, Vol, 15, No. 6, 
Feb r 1964 



triggering a very fast tunnel diode and 
observing the leading edge til the result- 
ing waveform free Erom any inaccuracy 
caused by the triggering waveform 

G illustrates bow the new plug-in 
permits such an observation. Here. ,< 
trigger puKe is applied simultaneously 
to bofh channels \ and B ihiougli Ml 
ohm lines. In the output of channel A 
is connected a dummy capacitance to 
simulate the impedance ol the tunnel 
diode. The tunnel diode in connected 
at a corresponding point in the ompin 
<>l t li.mnel B. 

When the trigger pulse occurs, it 
passes through c ft an tie 1 A and is dis- 
played at an amplitude determined bj 
the line impedance and the dummy im- 
pedancc. \i the same time it passes 
through channel B ami is displayed at 
the same amplitude. In addition, how- 
ever, the tunnel diode in the line ton- 
nee ted to the input of channel B pro- 
duces a wave that travels in borh 
directions from the diode, lire voltage 
waveform Erom the diode is thus dis- 
played on channel B. Note thai time 
coifuiden.ee is maintained between the 
two channels for the nigger. By now 
using the A minus B differential display 
provision oi the plug-in, the trigger 
pulse can be subtracted out of the dis- 
play and the tunnel diode waveform 
viewed by itself. Because of ihe inter- 
i-onnet tion ol channels the tunnel diode 
waveform will later appear in channel 
A, but it is delayed in time and does not 
interfere with the leading edge ol the 
diode waveform, which was the part to 
be observed. 

An oscillogram of a tunnel diode 
switching waveform made using ihis 
tet hnique is shown in F£{ 
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Model ISSA plug -in unit insta 
1 85 A Sampling Oscilloscope. 
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Fig, fi. Arrangement for viewing leading edge 
of tunnel diode turn on with -hp-MSBf 1S8A, 
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Fig, 7. Oscillograms 
of waveforms ob- 
served m test 
up of Fig fi 



BANDWIDTH 

The CVV bandwidth o! sampling 
'scopes ti generally defined! in terms oi 
rise time. The most commonly used 
equation for defining bandwidth is as 
i. tHows: 

0.35 



mdwidth (Gi \ — 

h is also possible to measure th< < u 
bandwidth In observing the sampling 
efficiency while < riati^in^ the fiequency 
of Lhe inpul signal. Sampling efficiency 
U fined asr 

The frequent \ ;n which the 

<n\ is down .1 tlb from its low h< 
querns level (dc-2000 Mc :) is defined :is 
tht 1 1 1 ir >tl frequency oi the sampling 
plug-in. Fig, k shows a typical plot <i 
sampling efficiency <*,) vs frequent j U 
m the bandwidth is present!) spci 
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iii ft! is 1000 Mc or more* ihe bandwidth 
of the instrument is generally in excess 
<A 5000 Mc and i<m be extended hut her 
as dii< ussed next. 

RESPONSE VS BANDWIDTH 

I he rise time oi the instrument is 
equal to the sample time (width of the 
sample), since this is the minimum time 
the unit can respond to .* perfect step. 
Since the rise time and bandwidth are 
l\ related, the bandwidth can be 
controlled hv controlling the sample 
width, Fig, 9 illustrates how the simple 
width tan be varied by adjusting the 
bias on the sampling diodes. 

I" he bias level on the sampling diodes 
b adjusted by a front panel control 
called R£5POM5l pome 

setUng corresponding to Bias #1 in Fig, 
9, the sample width would l>e t f . This 
would correspond to a CW bandwidth 
of ,35/t,. If, however* the IUS*< >nsj 
trol were adjusted to give a hi;is 
sponding to Bias i;2 t the sample width 
would be t, and the bandwidth would 

tN J5/l 

Assume that Bias setting ±:1 is the 
normal level as determined by the am- 
plifier £ain 1 his would COOT 

Dndition of optimized response 
where the sampling effii ieru ^ limes am 
plifter gain equals I. i.e., 



\mpliner_ ^ 



*I 



l.iinp Gain = 1 
(i.nn 



3 4 5 6 
FREQUENCY (GO 

Ft£, 8. Typical sampling efficiency vs fre- 
quency (frequency response) of -ftp- J 88 A 
plug-in unit in "Normal" response. Band- 
width tan he increased to about 8 Gc ( — 3 
dh pit ■ tting "Response Adjust" 

control. 




The bandwidth for optimized response 
rs specified is MWC Mc or more Now it 
the sampling efficiency is decreased (by 
adjusting the response adjust control 

to give reduced response and increased 
bias level), the bandwidth will increase 
since l t is less than t.. In this manner the 
maximum bandwidth f*m be iu< 
to approximately 8000 Mc. li sin mid be 
noted thai since the increased band- 
width is obtained by reducing the sam- 
pling efficiency, the system will no long- 
er be optimized, i.e., the loop gain will 
no longer equal one. 1 his has the effect 
of reducing the response to random sig- 
nals (noise) but does not idled the sen- 
sitivity to repetitive signals, Ihis is 
equivalent to Operating the instrument 
with the NORMA! SMOOTH switch on 
pi th;ii heir t lie band- 
width is im ri 
INCREASED SENSITIVITY 

The sensitivity of the tnstrumenl ex- 
tends from 200 itiv <m to 1 mv cm in 




Fig. 9, Drawing showing how changing bias 
on sampling diodes changes sample width . 
heme, bandwidth of sampling cin 



Fig. 10, Oscillograms showing typical effect 
of setting "Response Adjust" control. Low- 
er trace (TO pace rise time) shows typical 
"Normal" response* Upper trace (50 psec 
me) shows 'Response Adjust" control 
set for fastest rise, time which increases 
hand width but reduces sensitivity to ran- 
dom signals. 
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Fip T I J, Arrangement fur using -hp- Matin! 

1 1 03 A Trigger Countdown Unit to trigger 

from signals to above S Gc, 



the calibrated position. The sensitivity 
can be further adjusted to .4 mv.cm hv 
using the sensitivity vernier control. A 
screwdriver adjustment on the from 
panel is provided to calibrate the verti- 
cal sensitivity* A calibrate >mi is 
provided on the main frame. Automatic 
smoothing is provided on the 5, 2 r and 
I mv \ m ranges, 

TIME COINCIDENCE BETWEEN CHANNELS 
The time coincidence between the 
two channels ol any dual-channel sam- 
pling plug-in is determined bj the dis- 
tanees between the common sampling 
pulse generator <**id Ute individual 
channel's sampling diodes, II these dh- 
are equal, the lime differential 
between channels will he zero. In the 
Model 18HA the i iitit- coincidence b held 
to less than 20 picoseconds. This is 
equivalent toa length differential of ap- 
proximately l - inch. Typically, the time 
difference is less than I 'I picoseconds. 
8 GC TRIGGERING 

In addition to displaying switching 
and other pulse-type waveforms, the 
plug-in oscilloscope combination can, 
of course, dispiai sine-wave or other 
CW-type signals. Such signals can. in 
fact, he viewed to at least twice the nom- 
inal 4 Gc 3-db point, i.e., to 8 Gc or 
more. al a corresponding reduction in 
sensitivity (Fig, 8), 

For triggering on such high frequem v 
signals, the Model 1 1 03A Trigger Counts 
down Unit lias been designed to count 
down the frequent \ of the signal to the 
1 Gc trigger range of the Mode] 
main frame (Fig, II). it is also possible 
to use the -hp- Model 213A/B Pulse 
Generator in the manner shown in Fig. 
12 to count down from signals up to 4 
Gc or more. In this case a minimum am- 
plitude of 20(1 mv rms is required* where 






Fig. 12. Arrangement for using -hp- Model 

2I3A/B, re terse-connected as shown, to 

trigger from signals to 4 Gc. 



the Countdown 1 nit requires only a 

fraction of this amount. 
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SPECIFICATIONS 

MODEL 1 88A 

DUAL TRACE AMPLIFIER 

(Imfalled in fht 1 856} 

NUMBER OF CHANNELS: Two (A and Bi 

MOOES OF OPERATION 
L Channel A atome 
2- Channel B atone 

3. Channel A and Channel B 

4, Channel A and (-) Channel: B 

5 Channel A minus ChsnneJ B (differential) 

EACH CHANNEL 

INPUT IMPEDANCE: 50 ohms, with the line 
bridged or te-rmjnarect. Tg terminaie irte system 
under observjit'On, a 50-ohm load may be con- 
nected to the output connector 

RISE TIME: Less than 90 psec 

OVERSHOOT: Less than 5% 

SENSITIVITY: 3 calibrated ranges from I m v /cm 
to 200 mv/cm in a 1. 2, 5 sequence Vernier 
gives continuous attenuation between ranges 
and increases the sensitivity to 0.4 mu/cm, 

ATTENUATOR ACCURACY: ~ 

DYNAMIC RANGE: J: I volt. 

NOISE < observed pe*h-1o peak or measured 3 x 
rmi): Less than 3 mv p-$>, 10 my/cm to 200 
my/cm. 

On the automatically smoothed ranges: less 
than 2 mv p-p at 5 mWem, 1 mv p p at 2 mv/ 
cm. and 0.8 mv p'P at 1 mv/cm. 

Smoothed position of "Response" control 
reduces noise by a factor of two. 

ACCESSORIES PROVIDED: Two SO ohm termina- 
tions 

ACCESSORIES AVAILABLE; 

hp 10201 A 5;1 Resistive Divider Probe 
-hp- 102013 10:1 Resistive Divider Probe 

WEIGHT: Net 7 lbs. (3 leg); shipping 14 lbs :6.5 
kg>. 

PRICE: 1BSA Dual Trace Vertical Amplrfier 
J I 50000 

Prices f.o.b. factory. 
Data subfect to change without notice 



NEW TIME INFORMATION 

ADDED TO WWV/WWVH 

BROADCASTS 

National Bureau of Standards radio 
stations WWV and WWVH will start 
broadcasting daily corrections to their 
regular time signals on May % 1964 by 
agreement with the Naval Observatory, 
By indicating the very small differences 
between time as broadcast and time on 
the UT-2 scale, these corrections will en- 
able users to obtain a very accurate 
value of UT-2. The corrections, in Morse 
code, will be broadcast on WWV during 
the last half of the I9th minute of each 
hour and on WWVH during the last half 
of the 49th minute of the hour as for 
tows: 
UT2 space AD or SU space three digits 

The last three digits represent the 
number of milliseconds to be added or 
subtracted (as indicated) to the time as 
broadcast to obtain UT-2. The symbols 
will be revised on a daily basis, the new 
value appearing for the first time during 
the hour after midnight UT. 

WWV etso broadcasts the frequency 
offset in Morse code {service started 
Nov. 15 f 1963) immediately following 
"on-the-hour' 1 voice announcements. 
The frequency offset is the difference 
between the standard broadcast fre- 
quency, based on the UT 2 time scale, 
and the LL 5. Frequency Standard which 
is based on atomic time (AT). At pres- 
ent, the offset symbol is M150 t which 
means that the nominal standard broad- 
cast frequency is offset minus 150 parts 
in 10' a from the U. S. Frequency Stand- 
ard. 

Propagation forecasts in Morse code 
now follow code time announcements 
every five minutes. 



CREST FACTOR AND 
PULSE TRAINS . . . 

The closing paragraph in the article 
"Derivation of Crest Factor" (January, 
1964 issue*) described the calculation 
for combining ac and dc voltage mea- 
surements to obtain the rms value of a 
waveform having both ac and dc com- 
ponents. It should be noted that this 
technique applies when the rms volt- 
meter circuits are ac coupled, as they 
are in the -hr>- Model 3400A RMS Volt 
meter discussed in that article. RMS 
measurements with rms voltmeters that 
are dc- coup led do not, of course, require 
a separate dc measurement. 
* -An RMS Responding Voltmeter with High 
Cre&t Factor ffating." Hewlett-Packard Journal* 
Vol 15. No 5, Jan, 1964 
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